Nowadays, the breast cancer, over ahead of stomach one, holds the highest cancer incidence rate among Japanese women. Detection of breast cancer is done by palpation diagnosis, which require doctor to have highly experienced technique. In this study, we develop a palpation simulator which forms a woman's actual breast model holding active controlled variable stiffness property. A pneumatic parallel manipulator is employed as mechanical part of our simulator. In order to display a concrete stiffness feeling to human (doctor), control strategy is proposed where the contact point is detected using an idea of graphical intersection test. A reference stiffness is realized by constructing a compliance control system. By regulating the reference stiffness value according to the contact point, a palpation motion is executed. The validity of the proposed palpation system are confirmed through some experiments and analysis.
INTRODUCTION
Among the Japanese women, The disease rate of breast cancer became the most highest one, over ahead of that of stomach cancer [1] . However, if the cancer is identified as it is still just a part of breast, the existence rate is reported to be 92 %, which shows the importance of early detection simultaneously.
Detection of breast cancer is implemented by both palpation diagnosis and Mammography (X-ray photograph of breast) . Palpation motion requires for doctor to have a highly skilled technique. From a view of medical education, there is strong need for palpation simulator and some equipment using robot technology or VR one are being developed [2] [3] .
In this study, we aim at developing a palpation simulator which has a actual breast model to be touched by human in natural manner. In the mean while, importance of self diagnosis is also pointed out. Our simulator can be also used as a reference model of women's self diagnosis.
In order to realize such an palpation simulator, 3-D breast model holding a spatially different stiffness on its surface is required. Actually, some palpation simulators has already come onto the market, but they don't have function to adjust position or magnitude of stiffness as we will.
In this study, a pneumatic parallel manipulator is introduced to sustain a 3-D breast model. Parallel manipulator has a feature of multiple d.o.f. for its compactness and it enables minute force regulation property owing to the air compressibility.
A contact point is detected using an idea of graphical intersec- Fig.4 , position vector R can be described using an arbitrary parameter A as the following equation [4] .
Up to the former work, we assumed that the surface of breast model could be expressed by numerical formula and we obtained R by substituting Eq.2 into that formula, therefore the shape of the breast model is limited to be a simple geometric one like a spherical shell [5] .
In this study, a novel scheme to detect contact point is proposed to eliminate the geometric limitation in the former work based on an idea of graphical intersection test.
When we design a geometric breast model using 3-D CAD at a computer, an output file of "DXF fi le" is obtained, which is widely used as a standard CAD data file. In this study, this DXF file is utilized not only to manufacture the actual breast model at a modeling machine but also to detect contact point.
DXF file is a text type one as shown in Fig.5 and it contains position data of all polygon which form the surface of a breast model. Begin with a phrase of "3DFACE", the x, y, z position of each vertex of a polygon is described in the sequence and these "3DFACE" notation blocks are described for all polygons.
Therefore by repeating a trial of intersection test between one polygon and a line vector shown as blue dot line in Fig.4 for all prisons, contact point can be detected [6] .
COMPLIANCE DISPLAYING SCHEME Control system Fig.6 shows the proposed position based compliance control system [5] . The measured force/moment Fm, is fed back through a compliance matrix K-1= The inner block with a doublet represents a force control system of generating force F9 based on disturbance observer, which works to lower the influence of piston rod velocity that acts as disturbance on force response as well as to make F9 to follow to the reference value with time constant Tpn [5] .
EXPERIMENTAL RESULTS Detection property of contact point Fig.7 shows the result of contact point detection.
As shown in figure (a), small hollows are arrayed on the surface of a breast model in a lattice with 10 mm intervals and force is applied at these hollows in normal direction for the surface. Figure (b 
),(c).(d)
show the detected contact point for (x,y)=(40mm,60mm)(most closer to sensor),(20mm,60mm) and (60mm,20mm)(most apart from sensor), respectively. A force/moment sensor is mounted at a position of (40mm,50mm). A large detection error(maximum 2 mm in the case (d)) can be confirmed as the contact point apart from the point of a force/moment sensor. Improvement of detection accuracy is under the current consideration. The contact detection property for continuous following contact motion as shown in Fig.8 is also verifi ed. Fig.9 shows the static pictures cut out with 0.1 s interval on OpenGL graphic screen, where a white 
Compliance control property
First the basic compliance control property is verified. Through actual measurement of breast stiffness of a subject(woman,36 years old), the stiffness is obtained to be about 0.03 N/mm on an average. It is said that the stiffness of lump is as about 5 times stiff as that of peripheral region of lump. Therefore we set the reference stiffness of lump as 0.15 N/mm and that of peripheral region as 0.03 N/mm. Fig.10 shows the basic compliance control property, where all of the stiffness Kx, Ky, K, are set as equal lent to the case of (b)(20mm diameter with 20mm/s motion), the recognition property is lowered. This is mainly caused by a dynamics of inner position control system and that control system is cased by pressure response lag. Further improvement in the dynamic recognition is under consideration.
CONCLUSION
In this study, we developed a mechanical equipment to be applied as a palpation simulator using a pneumatic parallel manipulator. We proposed a contact point detection scheme using an idea of graphical intersection test, which brought an advantage that any form of 3-D model could be applied as the object surface. Consequently the palpation simulator for, such as, stomach or abdomen can be developed.
Compliance control system is constructed on a parallel manipulator to display desired compliance corresponds to that of lump.
Through some experiments, control performances both in detecting the contact point and in displaying the reference stiffness are confirmed. The minimum realizable stiffness is attained to be 0.01 [N/mm] and the stiffness can be regulated with a resolution of 0.01 N/mm.
The further improvement of compliance displaying performance for the recognition in dynamic motion to feel a realistic lump is under the current investigation.
